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EVALUATION OF EDDY-CURRENT PROXIMITY DEVICES FOR 
MEASURING THIN POTASSIUM FILM THICKNESSES 
by Armen S. Asadourian 
Lewis Research Center 

SUMMARY 

Two eddy-current proximity- probe systems were tested over a range of 0 to 508 
micrometers (0 to 20 mils) of simulated potassium film thicknesses for simulated tem- 
peratures of 66° C (150° F), 232° C (450° F), and 666° C (1230° F). The results of 
short-time calibration tests are presented. Instrument drift was a problem throughout 
the testing and, without correction, may limit the use of such systems to short periods 
of time. Additional development will be required prior to their being usable as prac- 
tical instrumentation systems. 


INTRODUCTION 

Several types of high-speed rotating machinery with gas or liquid- metal- film bear- 
ings have been designed, built, and investigated. When this type of machinery is being 
operated during the course of its experimental development, it is extremely important 
to be able to monitor at all times the position of the rotor with relation to the stator. 

Proximity probes have been and are being used to determine shaft position relative 
to the bearing surfaces in rotating machinery equipped with gas bearings. This instru- 
mentation senses the capacitance between the shaft and bearing surfaces. 4 

There has been considerable interest in developing a probe system to determine 
shaft position in rotating machines which utilize liquid- metal bearings. The capacitance- 
type proximity probes are not adaptable to these bearings. 

Two proximity- probe systems, which operate on the eddy-current principle, have 
been developed and tested for this application (refs. 1 and 2). To further develop, eval- 
uate, and determine the characteristics of the systems, additional testing and calibra- 
tion have been performed. Films of potassium over a thickness range of 0 to 508 mi- 
crometers (0 to 20 mils) were simulated for temperatures of 66° C (150° F), 232° C 



(450° F), and 666° C (1230° F). The simulation used metal shims at room temperature 
which have the resistivity of potassium at elevated temperatures. Since the prime func- 
tion of this type of instrumentation is to continuously monitor and indicate rotor position 
during operation, particular interest was directed to the linearity, stability, and repeat- 
ability of the systems. This information is presented in calibration plots of the probe 
systems for simulated potassium film thicknesses ranging from 0 to 203 micrometers 
(0 to 8 mils) and from 0 to 508 micrometers (0 to 20 mils). In addition to the calibration 
plots, the repeatability and usability of the systems were observed and are discussed. 


THEORY 

The eddy-current proximity probes to be discussed operate on the principle of sens- 
ing a magnetic flux which is generated by eddy currents. A simplified example of eddy- 
current generation is shown in figure 1. An alternating current in an exciting coil pro- 
duces a changing magnetic flux (ref. 3) which penetrates the liquid-metal film and 
generates an opposing magnetic flux. The magnitude of the opposing flux is dependent 
on the eddy currents induced in the metallic film and therefore on both the resistivity 
and thickness of the film. 



Figure 1. - Eddy-current generation in a metal block. 
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The current distribution in the film can be expressed as (ref. 4) 


= i e- x/6 e-j< x / 6 > 


where 

o 

i z current density at depth X, A/m 

2 

i current density at the surface, A/m 

j 

6 skin depth, m 

The skin depth is given by the equation 


6 = 


1 


i 


4ir^ of XlO - ^ 


( 1 ) 


where 

2 

a conductivity, mho/m 
f frequency, Hz 

Since 6 is dependent on the frequency of the exciting signal and the conductivity of the 
film, an exciting frequency must be selected that will permit adequate flux penetration 
into the film in order that both eddy currents and an opposing flux can be generated. 

Once the frequency has been selected, then 5, i , and the opposing flux are directly 
related to the conductivity (or resistivity) of the film. 

The principle of operation of the eddy-current proximity probe is based on changes 
in resistivity. If a proximity probe is placed on a metal block with X » 5 and with 
°block’ edciy currents will be generated according to equation (1). If a metal shim with 
X < 6 and with >> a biock is then P* acec * between the probe and block, the eddy 

currents produced in the shim and block will be greater than that generated in the block 
alone. This is due to higher conductivity of shim according to equation (1). As 
°shim CT block’ ec ^ y current produced in the shim becomes similar to those pro- 
duced in the block and, therefore, detecting the presence of a shim becomes difficult. 
The probe can also be used to sense the presence of a shim if « °bic>ck' ^ 

case, the eddy currents generated in the shim are negligible compared with those gen- 
erated in the block. As shims are placed between the probe and the block, the total eddy 
currents generated decrease. 
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APPARATUS 


The data presented in this report were acquired from bench tests performed at the 
Lewis Research Center. The proximity probes, signal conditioners, test fixtures, and 
shims used in the bench tests will be discussed in this section. Each probe system con- 
sists of the probe and a particular signal conditioner intended for use with that probe. 


Proximity Probes 

Figure 2 is a photograph of the probes for systems A and B. The system-A probe 
is housed in a stainless-steel tube, with the ceramic coil bobbin exposed. The system- B 



Figure 2. - Proximity probes. 


probe is shown without the housing designed for it, which has a stainless- steel end cap. 
Close examination of probe B shows a potted area where the coils are wound. 

Figure 3 shows the coil locations and the dimensions of the proximity probes for 
systems A and B. Both probes have ceramic cores which have high temperature capa- 
bilities. Figure 3 shows that there are several differences in the probe designs. The 
overall diameter of the system-A probe (fig. 3(a)) is larger than that of the system- B 
unit (fig. 3(b)) and has the sensing and exciting coils wound closer together. The sensing 
coil on the system- B probe is wound closer to the probe end for increased sensitivity. 
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Sensing coiK 


1. 22 cm 
(0.480-in. 
diam. ^ 


0.127 cm (0.050 in.) 



0.127cm (0.050 in.) 


Exciting coil 


(a) System -A probe. Magnetic wire; ratio of secondary 
to primary turns, 3 to 2 ; number of secondary turns, 


225. 



(b) System -B probe. Gold wire; ratio of secondary 
to primary turns, ltol; number of secondary turns, 
150. 


Figure 3. - Dimensions of proximity probes. 

The number of turns in the coils and the ratios of secondary turns to primary turns are 
slightly different. The system-A probe is constructed of a magnetic wire which has 
Curie point problems at elevated temperatures (ref. 2). Gold wire, which is nonmag- 
netic and exhibits no Curie point problems, is used for the system- B probe. More de- 
tailed information concerning the probes can be found in references 1 and 2. 


Electrical Configurations and Signal Conditioning 

Electrical configurations of systems A and B for a single- probe test are shown in 
figure 4. The coils of the system-A probe (fig. 4(a)) are wired in parallel. The exciting 
coil is connected to a 20- kilohertz oscillator through a decade capacitor which is used to 
tune the secondary circuit. The sensing coil is connected to a carrier amplifier which 
senses changes in probe output and produces an output. The carrier amplifier is de- 
scribed in greater detail in reference 5. The decade resistor and capacitor are used in 
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Decade capacitor Decade resistor 




Figure 4. - Single-probe electrical configurations. 


modifying the carrier amplifier to permit initial balance of the amplifier, since it was 
not originally designed for use with a proximity probe. 

The electrical configuration for a single- probe test with system B is shown in fig- 
ure 4(b)* Both probe coils are connected in series to a 40-kilohertz oscillator which is 
part of the signal conditioner. The sensing- coil output is compared with the original 
balance level by the signal conditioner, which produces an output (ref. 2). 

A dual-probe system is used to double the sensitivity. The electrical configurations 
for dual-probe tests are shown in figure 5. System A (fig. 5(a)) has the two exciting 
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Decade capacitor Decade resistor 



amplifier 

(a) System A. 


^Sensing and 
/ exciting coils^ 



(b) System B. 


Figure 5. - Dual-probe electrical configurations. 

coils in parallel with the 20- kilohertz oscillator. The sensing coils are connected in 
series (opposing) through a decade capacitor to the carrier amplifier. This configura- 
tion performs the same functions as in a single- probe configuration. 

The dual-probe system B (fig. 5(b)) has both probes connected in parallel to the 
40-kilohertz oscillator. The sensing coil outputs are routed to individual signal- 
conditioner channels whose outputs are summed internally. 

The carrier amplifier used with system A (fig. 6) has controls for excitation level 
and output level, and has balance controls for four channels. The signal conditioner 
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Figure 6. - Test apparatus. 


used with system B (fig. 6) has controls for excitation level, excitation frequency, and 
span, and has zeroing controls for four individual probes. 


Test Fixture and Shims 

A test fixture (fig. 7) was designed and fabricated to permit calibration of single- 
and dual-probe systems. The base of the fixture has two linear ball bearings. A table 
is supported by the bearings and is permitted to travel the length of the base. Provi- 
sions are made for mounting one probe to the base and another on the table. The table 
has wires (not shown) attached to it, guided by the pulleys, to pull the probe- shim-block 
stack together. Figure 7 shows a system- B probe mounted to the table and a housing 
for a second system- B probe mounted to the base. 

A 5. 08- by 5. 08- by 5. 08-centimeter (2- by 2- by 2-in. ) block was machined from 
stainless steel to simulate the shaft of a rotating machine. This block is placed on the 
table so that it can be contacted on each side by the probes. The exacting bearing and 
fixture tolerances keep the probes parallel to each other and/or perpendicular to the 
block surfaces. Metal shims, 5. 08 centimeters by 5. 08 centimeters (2 in. by 2 in. ) 
square and 25.4- to 508-micrometers (1- to 20-mils) thick, were purchased or manu- 
factured. These shims are placed between the stainless- steel block and the probe. The 
shims are selected so the resistivity of the metal simulates the resistivity of potassium 
at a particular temperature. Brass, cupro nickel 710, and titanium were selected to 
simulate potassium resistivity at temperatures of 66° (150° F), 232° C (450° F), and 
666° C (1230° F) respectively (ref. 1). 
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Figure 7. - Test fixture with system-B probe, test block, and test shim. 


It was desired to have all shims of a particular type constructed from a single run 
of metal to ensure uniformity. However, considerable difficulty was encountered in try- 
ing to purchase such shims. Therefore, the brass and titanium shims, which were pur- 
chased, were from different runs. The cupro-nickel shims were rolled from 508- 
micrometer (0.020- in. ) stock, here at Lewis. 


Discussion of Test Equipment Operation and Evaluation Procedure 

Two basic evaluations, for the single- and dual-probe versions, were performed 
for each system. Brass, cupro nickel 710, and titanium shims were used to calibrate 
the systems over full-scale ranges of 203 and 508 micrometers (8 and 20 mils). An 
excitation level of 12 volts peak-to-peak was used for both systems. The excitation 
frequency was 20 kilohertz for system A and 40 kilohertz for system B. The lower 
frequency would provide better penetration. 

Initial preparation of system A consisted of balancing the carrier amplifier (peak 
output) for a null indication with no shims between the probe and block. This balance 
was achieved by adjusting the carrier- amplifier controls and peaking the coil of the 
probe with a decade capacitor. Once a null was obtained, the carrier amplifier was 
switched to the operating mode and was zeroed. A metal test shim, 203- or 508- 
micrometers (8- or 20-mils) thick, depending on the full scale being tested, was placed 
between the probe and block. Pressure was applied to assure good contact, and the 
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carrier- amplifier output was set to a readable level. The test shim was removed and 
replaced with shims of the same material, starting with the thinnest. These shims 
simulated various potassium films in the test fixture. Outputs were indicated on a 
digital voltmeter and were recorded. The balancing procedure was very time-consuming 
and required fine-tuning before each calibration because of electrical drift. Only brass 
and cupro nickel 710 shims were tested in the single-probe configuration, since the 
carrier amplifier had a low output and low sensitivity. Setting up the system- B signal 
conditioner required only zeroing it with no shims and spanning it with the full-scale 
shim in place. Data were then taken as described above. The output and sensitivity of 
the system- B signal conditioner were high enough to permit tests with all shims. The 
signal conditioner was zeroed and spanned for each test. 

The evaluation technique for dual probes has two probes sensing shims on opposite 
sides of the block. The block simulates a machine shaft and the shims simulate a potas- 
sium film between the shaft and the housing. The total thickness of potassium on both 
sides of the shaft cannot exceed the shaft clearance. Therefore, for a full scale of 
203 micrometers (8 mils) or 508 micrometers (20 mils), the total thickness of shims on 
both sides of the block should be as close as possible to the full scale selected. 

The outputs and sensitivities of both systems (A and B) were higher with the dual- 
probe configurations than with single probes, and it was possible to get data for system A 
with titanium for a full-scale thickness of 508 micrometers (20 mils). 

Electrical drift was a problem throughout testing for both systems A and B. Insuf- 
ficient work was done to define the magnitude of the drift because only short-time meas- 
urements were made of signal output as a function of film thickness. At the higher 
simulated temperatures (666° C), the error due to electrical drift was in the region of 
127 micrometers (5 mils) for a 508-micrometer (20- mil) full scale. At the lower tem- 
peratures (66° to 100° C), the error due to drift was near 25.4 micrometers (1 mil) for 
a 508-micrometer (20-mil) full scale. At the intermediate simulated temperatures 
(250° to 350° C), the drift error was approximately 76 micrometers (3 mils) for the 
508-micrometer (20-mil) full-scale range. Although the electrical drift was a problem, 
meaningful data could still be taken, since the time required to run a calibration curve 
was rather short. 


TEST RESULTS AND DISCUSSION 

The data presented herein are plotted to permit evaluation of the single- and dual- 
probe configurations for both systems at simulated potassium temperatures of 66° C 
(150° F), 232° C (450° F), 666° C (1230° F). 
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Single-Probe Evaluation 


Voltage outputs of systems A and B at simulated potassium temperatures for a full 
scale of 508 micrometers (20 mils) are presented in figure 8. The output of system A 
varies from 1. 15 volts at 66° C (150° F) to 0. 45 volt at 232° C (450° F). The full- 
scale output of system B varies from 10 volts at 66° C (150° F) to 1. 87 volts at 666° C 
(1230° F). 

Since there is such a large variation in output levels, the data plots have thickness 
plotted against normalized output. This provides a more effective means of interpreta- 
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'Figure 8. - Voltage outputs for single-probe configurations of systems A and B. 


tion. Output data are normalized by dividing the output voltage by the maximum output 
voltage for a particular simulated temperature and probe system. Therefore, the full- 
scale, normalized output is always 1. 

The plots for the single- probe configuration of system A are shown in figure 9(a) for 
simulated potassium temperatures of 66° C (150° F) and 232° C (450° F). The 66° C 
(150° F) data show considerable nonlinearity, while the 232° C (450° F) data are consid- 
erably better. Scatter in the data points is caused by small variations in shim materials 
and by electrical drift. 
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0 2 4 6 8 10 12 14 16 18 20 22 

Simulated potassium film thickness, mils 

(b) System B. 


Figure 9, - Calibration data for single-probe configurations of systems A and B for simulated po- 
tassium film thicknesses of 0 to 508 micrometers (0 to 20 mils). 

Data for the single-probe configuration of system B are presented in figure 9(b) for 
simulated potassium temperatures of 66° C (150° F), 232° C (450° F), and 666° C 
(1230° F). The calibration data for system B are very similar to those of system A. 

It is interesting to note that in both figures 9(a) and (b) the data for the simulated potas- 
sium temperature of 66° C (150° F) are relatively linear for simulated film thicknesses 
of 0 to 203 micrometers (0 to 8 mils). But above 203 micrometers (8 mils), the data 
roll off. The system- A data are more linear than the system- B data. It can be noted 
also that the higher the simulated temperature, the more linear the data. These nonlin- 
earities are caused by skin effect, which was discussed earlier. The skin depth for 
brass, which simulates potassium at 66° C (150° F), is 635 micrometers (25 mils) for 
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a 40-kilohertz excitation frequency (system B). At 1 skin depth, or 635 micrometers 
(25 mils), the current density is 1/e, or 36. 9 percent of the current density at the sur- 
face level (ref. 4). This skin effect causes a lower output at 508 micrometers (20 mils) 
than at 203 micrometers (8 mils) and causes the data to roll off. At higher simulated 
temperatures, the problem is reduced, since the skin depth is deeper because of higher 
potassium resistivities. The problem is not as great at an excitation frequency of 20 
kilohertz (system A), which is half the system- B frequency and permits greater pene- 
tration. 

Figures 10(a) and (b) show the 203- micrometer (8-mil) full-scale data for systems 
A and B in the single- probe configurations. These calibration data are considerably 
more Unear than those for the 508-micrometer (20-mil) full scale. This improvement 
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Figure 10. - Calibration data for single-probe configurations of systems A and B 
for simulated potassium film thicknesses of 0 to 203 micrometers (0 to 8 mils). 
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in linearity is primarily a result of the decrease in skin effect, since the penetration is 
only 203 micrometers (8 mils). 

Dual-Probe Evaluation 

The data presented in figures 11 and 12 for the dual-probe configurations are plotted 
for a normalized output of -1 to +1 over full scales of 508 micrometers (20 mils) and 
203 micrometers (8 mils). The point at which the amount of thickness between each 
probe and the block is equal is 254 micrometers (10 mils) for the 508-micrometer (20- 
mil) full scale and 102 micrometers (4 mils) for the 203- micrometer (8-mil) full scale. 



0 2 4 6 8 10 12 14 16 18 20 22 


Simulated potassium film thickness, mils 
(b) System B. 

Figure 11. - Calibration data for dual-probe configurations of systems A and B for simulated po- 
tassium film thicknesses of 0 to 508 micrometers (0 to 20 mils). 


14 



0 1 2 3 4 5 6 7 8 9 

Simulated potassium film thickness, mils 


(b) System B, 

Figure 12. - Calibration data for dual-probe configurations of systems A and B 
for simulated potassium film thicknesses of 0 to 203 micrometers (0 to 8 mils). 


The data for the dual- probe configurations of systems A and B are presented in 
figures 11(a) and (b), respectively, for a full scale of 508 micrometers (20 mils). These 
calibration data are considerably more linear than the single-probe data for the same 
test conditions. The 666° C (1230° F) test points for the system-A probes show some 
scatter. This is due to the limited sensitivity of the carrier amplifier used in system A. 

Figures 12(a) and (b) show calibration data for systems A and B at a full scale of 
203 micrometers (8 mils). Again the data are very linear. 
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CONCLUDING REMARKS 


The investigation reported herein has shown that the eddy-current proximity probe 
can be used to measure potassium film thicknesses. However, before this principle is 
used as a part of a practical instrumentation system, considerable development effort 
will be required. 

Evaluation of the data obtained during tests of the two eddy-current proximity- probe 
systems in both single- and dual- probe configurations for simulated potassium temper- 
atures of 66° C (150° F), 232° C (450° F), and 666° C (1230° F) resulted in the following 
observations: 

The single- probe configuration of system B can measure thicknesses of 0 to 203 
micrometers (0 to 8 mils) with little nonlinearity and thicknesses of 0 to 508 microm- 
eters (0 to 20 mils) with considerable nonlinearity. The dual-probe configuration of 
system B had much better linearity and showed more promise. The system has good 
sensitivity and output and is relatively simple to operate. 

The linearity of the results obtained with the single-probe configuration of system A 
was similar to that of system B. The dual- probe configuration again produced better 
results than did the single-probe configuration. The probe system produced usable in- 
formation for simulated potassium temperatures of 66° C (150° F) and 232° C (450° F) 
but was limited at the 666° C (1230° F) point because of low output and sensitivity. The 
signal- conditioning equipment used with system A was time- consuming to set up and 
operate. 

Electrical drift was a problem throughout the tests with both systems A and B. In- 
sufficient work was done to define the magnitude of the drift because only short-time 
measurements were made of signal output as a function of film thickness. At the higher 
simulated temperatures (666° C, or 1230° F), the error due to electrical drift was ap- 
proximately 127 micrometers (5 mils) for a 5 08- micrometer (20-mil) full scale. At the 
lower simulated temperatures (66° to 100° C, or 150° to 212° F), the error due to elec- 
trical drift was near 25. 4 micrometers (1 mil) for a 508- micrometer (20-mil) full scale. 
At the intermediate simulated temperatures (250° to 350° C, or 482° to 662° F), the 
drift error was approximately 76 micrometers (3 mils) for the 508-micrometer (20-mil) 
full scale. 

Lewis Research Center, 

National Aeronautics and Space Administration, 

Cleveland, Ohio, November 11, 1971, 

112-27. 
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